Long-term seizure monitoring using a 256 contact dense array system.
Adapting a 256 contact dense array system to perform multiday long-term EEG and video monitoring requires additional technical attention compared to standard long-term monitoring (LTM). Areas of concern are patient comfort, electrode maintenance, and increased time for record review.